
Table 7-3A  Reproducibility Results for the 3T3 and NHK NRU Test Methods

Acetaminophen 50.1 1.6 28 1.7 0.171
ECBC 40.8 22 1.61 NA
FAL 66.2 35 1.82 NA
IIVS 43.4 26 1.64 NA

Acetonitrile 8484 1.5 21 3.93 0.553
ECBC 6433 2 3.81 NA
FAL 9690 58 3.99 NA
IIVS 9330 13 3.97 NA

Acetylsalicylic acid 760 3.1 56 2.88 <0.001
ECBC 646 10 2.81 0.581
FAL 1234 24 3.09 <0.001
IIVS 401 16 2.6 <0.001

5-Aminosalicylic acid 1698 1.4 19 3.23 0.054
ECBC 1467 14 3.17 0.092
FAL 2070 16 3.32 0.021
IIVS 1557 12 3.19 0.312

Aminopterin 0.007 2.4 54 -2.14 0.036
ECBC 0.005 20 -2.28 0.216
FAL 0.012 46 -1.93 0.013
IIVS 0.005 23 -2.33 0.079

Amitriptyline HCl 7.23 1.3 14 0.86 0.348
ECBC 6.03 23 0.78 0.163
FAL 7.86 28 0.9 0.469

Reference 
Substance/Laboratory

Arithmetic 
Mean         

IC50    

(µg/mL)1

Arithmetic 
IntraLab 

%CV

Arithmetic 
InterLab 

%CV

Log 
Arithmetic 

Mean         

IC50    

(µg/mL)1

ANOVA        

P2

3T3 NRU Test Method
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Mean IC50 
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Contrast       

P3
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Reference 
Substance/Laboratory

Arithmetic 
Mean         

IC50    

(µg/mL)1

Arithmetic 
IntraLab 

%CV

Arithmetic 
InterLab 

%CV

Log 
Arithmetic 

Mean         

IC50    

(µg/mL)1

ANOVA        

P2

3T3 NRU Test Method

Maximum:  
Minimum   

Mean IC50 
Ratio

Contrast       

P3

IIVS 7.81 18 0.89 0.445
Arsenic trioxide 2.51 3.9 61 0.4 0.004

ECBC 2.41 33 0.38 0.527
FAL 1.04 7 0.02 0.002
IIVS 4.09 52 0.61 0.006

Atropine sulfate 85.6 2.5 49 1.93 0.049
ECBC 54.1 55 1.73 0.046
FAL 133 31 2.12 0.024
IIVS 70 8 1.85 0.641

Boric acid 2228 3.3 69 3.35 0.01
ECBC 1497 32 3.18 0.189
FAL 3987 17 3.6 0.004
IIVS 1202 48 3.08 0.021

Busulfan 135 8.0 119 2.13 0.002
ECBC 40 48 1.6 0.012
FAL 321 56 2.51 < 0.001
IIVS 43.7 4 1.64 0.033

Cadmium chloride 0.565 1.4 39 -0.25 0.124
ECBC 0.48 14 -0.32 NA
FAL 0.4 32 -0.4 NA
IIVS 0.817 53 -0.09 NA

Caffeine 161 1.4 18 2.21 0.481
ECBC 133 10 2.12 NA
FAL 157 52 2.2 NA
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Reference 
Substance/Laboratory

Arithmetic 
Mean         
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(µg/mL)1
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%CV
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InterLab 
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Log 
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ANOVA        

P2

3T3 NRU Test Method

Maximum:  
Minimum   

Mean IC50 
Ratio

Contrast       

P3

IIVS 191 7.5 2.28 NA
Carbamazepine 109 1.8 35 2.04 0.049

ECBC 83 14 1.92 NA
FAL 152 37 2.18 NA
IIVS 91.8 12 1.96 NA

Carbon tetrachloride NA NA NA NA NA
ECBC NA NA NA NA
FAL NA NA NA NA
IIVS NA NA NA NA

Chloral hydrate 187 1.6 25 2.27 0.004
ECBC 151 10 2.18 0.008
FAL 241 10 2.38 0.002
IIVS 170 12 2.23 0.181

Chloramphenicol 161 4.9 67 2.21 <0.001
ECBC 55.3 22  1.74 <0.001
FAL 273 30  2.44 0.001
IIVS 156 18  2.19 0.165

Citric acid 829 2.4 41 2.92 0.002
ECBC 473 29 2.68 0.001
FAL 1148 13 3.06 0.003
IIVS 865 19 2.94 0.298

Colchicine 0.047 4.7 85 -1.33 0.001
ECBC 0.02 11  -1.70 0.0028
FAL 0.093 45  -1.03 0.0005
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Reference 
Substance/Laboratory

Arithmetic 
Mean         

IC50    

(µg/mL)1
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Mean         
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ANOVA        

P2

3T3 NRU Test Method

Maximum:  
Minimum   

Mean IC50 
Ratio

Contrast       

P3

IIVS 0.028 1  -1.55 0.0914
Cupric sulfate pentahydrate 70.6 21.6 85 1.85 <0.001

ECBC 82.7 4 1.92 0.001
FAL 123 44 2.09 <0.001
IIVS 5.7 31 0.76 <0.001

Cycloheximide 0.293 5.9 104 -0.53 0.021
ECBC 0.125 45 -0.9 0.118
FAL 0.647 70 -0.19 0.007
IIVS 0.109 23 -0.96 0.076

Dibutyl phthalate 78.3 9.2 124 1.89 < 0.001
ECBC 23.5 17 1.37 0.012
FAL 191 50 2.28 <0.001
IIVS 20.7 7 1.32 0.005

Dichlorvos 20.3 3.3 57 1.31 0.002
ECBC 9.8 35 0.99 0.001
FAL 32.8 6 1.52 0.002
IIVS 18.3 11 1.26 0.823

Diethyl phthalate 113 1.7 28 2.05 0.127
ECBC 85.5 34 1.93 0.092
FAL 147 26 2.17 0.07
IIVS 106 24 2.03 0.846

Digoxin 520 2.8 62 2.72 0.043
ECBC 351 39 2.54 0.167
FAL 892 36 2.95 0.017
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Reference 
Substance/Laboratory

Arithmetic 
Mean         
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(µg/mL)1
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Mean         
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ANOVA        

P2

3T3 NRU Test Method

Maximum:  
Minimum   

Mean IC50 
Ratio

Contrast       

P3

IIVS 317 21 2.5 0.144
Dimethylformamide 5242 1.1 6 3.72 0.296

ECBC 5343 10 3.73 NA
FAL 5483 9 3.74 NA
IIVS 4900 4 3.69 NA

Diquat dibromide 
monohydrate 15.1 9.3 120 1.18 0.017

ECBC 3.9 23 0.59 0.04
FAL 36.1 98 1.56 0.006
IIVS 5.4 25 0.73 0.19

Disulfoton 98.6 2.3 55 1.99 0.003
ECBC 137 55 2.14 NA
FAL NA NA NA NA
IIVS 60.4 87 1.78 NA

Endosulfan 8.02 4.2 78 0.9 0.046
ECBC 5.3 57 0.72 0.447
FAL 15.2 78 1.18 0.018
IIVS 3.6 42 0.56 0.08

Epinephrine bitartrate 59.4 1.2 12 1.77 0.048
ECBC 51.5 12 1.71 0.018
FAL 63.4 11 1.8 0.165
IIVS 63.4 3 1.8 0.149

Ethanol 6731 1.6 23 3.83 0.075
ECBC 5360 33 3.73 NA
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Maximum:  
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Mean IC50 
Ratio

Contrast       

P3

FAL 8420 14 3.93 NA
IIVS 6413 5 3.81 NA

Ethylene glycol 25292 1.7 26 4.4 0.007
ECBC 18325 9  4.26 0.004
FAL 31650 24  4.50 0.01
IIVS 25900 12  4.41 0.505

Fenpropathrin 27.2 2.5 49 1.43 0.301
ECBC 22.6 11 1.35 NA
FAL 42.4 63 1.63 NA
IIVS 16.7 12 1.22 NA

Gibberellic Acid 7842 1.0 3 3.89 0.621
ECBC 8027 11 3.9 NA
FAL NA NA NA NA
IIVS 7657 10 3.88 NA

Glutethimide 192 2.3 43 2.28 < 0.001
ECBC 167 4 2.22 0.029
FAL 284.3 7 2.45 <0.001
IIVS 125.3 7 2.1 <0.001

Glycerol 28904 1.9 33 4.46 0.846
ECBC 20000 15 4.3 NA
FAL 38878 73 4.59 NA
IIVS 27833 39 4.44 NA

Haloperidol 6.26 1.5 24 0.8 0.006
ECBC 5.3 12 0.72 0.03
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Reference 
Substance/Laboratory

Arithmetic 
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Mean         
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ANOVA        

P2

3T3 NRU Test Method

Maximum:  
Minimum   

Mean IC50 
Ratio

Contrast       

P3

FAL 8 8 0.9 0.002
IIVS 5.5 12 0.74 0.061

Hexachlorophene 4.48 1.7 27 0.65 0.174
ECBC 5 48 0.7 NA
FAL 5.3 33 0.72 NA
IIVS 3.1 9 0.49 NA

Lactic acid 3073 1.2 12 3.49 0.16
ECBC 2943 11 3.47 NA
FAL 3487 16 3.54 NA
IIVS 2790 9 3.45 NA

Lindane 161 2.9 58 2.21 0.066
ECBC 125 95 2.1 NA
FAL 266 36 2.43 NA
IIVS 90.4 122 1.96 NA

Lithium carbonate NA NA NA NA NA NA
ECBC 564 12 2.75 NA
FAL NA NA NA NA
IIVS NA NA NA NA

Meprobamate 539 2.5 54 2.73 <0.001
ECBC 353 14 2.55 0.001
FAL 877 15 2.94 <0.001
IIVS 386 2 2.59 0.005

Mercury chloride 4.32 1.7 33 0.64 0.021
ECBC 3.5 5 0.54 0.083
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Reference 
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Maximum:  
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Mean IC50 
Ratio

Contrast       

P3

FAL 6 31 0.78 0.008
IIVS 3.5 3 0.54 0.11

Methanol NA NA NA NA NA NA
ECBC NA NA NA NA
FAL NA NA NA
IIVS NA NA NA

Nicotine 378 1.7 25 2.58 0.128
ECBC 272 24 2.43 NA
FAL 412 33 2.61 NA
IIVS 450 12 2.65 NA

Paraquat 23.3 1.2 8 1.37 1
ECBC 21.3 34 1.33 NA
FAL 24.9 67 1.4 NA
IIVS 23.7 64 1.37 NA

Parathion 61.8 6.4 111 1.79 0.014
ECBC 22.7 53 1.36 0.064
FAL 141 70 2.15 0.005
IIVS 22 22 1.34 0.081

Phenobarbital 612 1.5 21 2.79 0.232
ECBC 634 21 2.8 NA
FAL 726 35 2.86 NA
IIVS 476 23 2.68 NA

Phenol 70.9 2.1 41 0.011
ECBC 50.2 22 1.7 0.022
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Reference 
Substance/Laboratory

Arithmetic 
Mean         
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Maximum:  
Minimum   

Mean IC50 
Ratio

Contrast       

P3

FAL 104 24 2.02 0.004
IIVS 58.1 12 1.76 0.206

Phenylthiourea 119 7.9 90 2.08 0.007
ECBC 30.1 66 1.48 0.004
FAL 239 28 2.38 0.006
IIVS 89 25 1.95 0.718

Physostigmine 28.8 1.9 30 1.46 0.149
ECBC 28.2 53 1.45 NA
FAL 37.8 5 1.58 NA
IIVS 20.4 33 1.31 NA

Potassium chloride 3635 1.1 7 3.56 0.846
ECBC 3352 14 3.53 NA
FAL 3842 31 3.58 NA
IIVS 3710 11 3.57 NA

Potassium cyanide 64.3 10.4 127 1.81 <0.001
ECBC 15.3 25 1.18 0.001
FAL 159 52 2.2 <0.001
IIVS 18.9 5 1.28 0.006

Procainamide HCl 443 1.2 11 2.65 0.007
ECBC 400 4 2.6 0.008
FAL 431 1 2.63 0.396
IIVS 497 8 2.7 0.003

2-Propanol 3563 1.6 23 3.55 0.001
ECBC 2610 9 3.42 < 0.001
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Reference 
Substance/Laboratory
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Maximum:  
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Mean IC50 
Ratio

Contrast       

P3

FAL 3970 4 3.6 0.004
IIVS 4110 4 3.61 0.002

Propranolol HCl 14.9 1.3 16 1.17 0.488
ECBC 13.6 32 1.13 NA
FAL 13.5 51 1.13 NA
IIVS 17.6 21 1.25 NA

Propylparaben 29.9 3.0 64 1.48 0.001
ECBC 20.9 16 1.32 0.045
FAL 51.8 29 1.71 < 0.001
IIVS 17.1 12 1.23 0.003

Sodium arsenite 0.873 2.8 55 -0.06 0.028
ECBC 0.5 6 -0.3 0.032
FAL 1.4 57 0.15 0.012
IIVS 0.7 17 -0.15 0.478

Sodium chloride 4764 1.1 3 3.68 0.759
ECBC 4790 5 3.68 NA
FAL 4625 13 3.67 NA
IIVS 4877 9 3.69 NA

Sodium dichromate dihydrate 0.602 1.2 9 -0.22 0.822
ECBC 0.603 14 -0.22 NA
FAL 0.657 37 -0.18 NA
IIVS 0.547 17 -0.26 NA

Sodium fluoride 79.8 1.6 22 1.9 0.016
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Reference 
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Mean IC50 
Ratio

Contrast       

P3

ECBC 61.3 9 1.79 0.007
FAL 96.1 18 1.98 0.019
IIVS 82 7 1.91 0.463

Sodium hypochlorite 1211 2.5 57 3.08 0.04
ECBC 823 13 2.92 0.257
FAL 805 46 2.91 0.119
IIVS 2005 44 3.3 0.015

Sodium oxalate 40.8 1.6 23 1.61 0.643
ECBC 42 41 1.62 NA
FAL 31 28 1.49 NA
IIVS 49.5 53 1.69 NA

Sodium selenate 34.5 4.3 60 1.54 <0.001
ECBC 12.7 13 1.1 <0.001
FAL 54.2 19 1.73 < 0.001
IIVS 36.5 14 1.56 0.026

Strychnine 199 4.7 83 2.3 <0.001
ECBC 389 21 2.59 <0.001
FAL 124 16 2.09 0.018
IIVS 83.5 6 1.92 <0.001

Thallium Sulfate 7.5 4.9 72 0.88 0.165
ECBC 2.8 24 0.45 NA
FAL 13.4 78 1.13 NA
IIVS 6.3 28 0.8 NA

Trichloroacetic acid 928 1.6 27 2.97 0.005
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Reference 
Substance/Laboratory

Arithmetic 
Mean         

IC50    

(µg/mL)1
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IntraLab 

%CV

Arithmetic 
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%CV

Log 
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Mean         

IC50    

(µg/mL)1

ANOVA        

P2

3T3 NRU Test Method

Maximum:  
Minimum   

Mean IC50 
Ratio

Contrast       

P3

ECBC 762 13 2.88 0.022
FAL 1220 6 3.09 0.002
IIVS 801 14 2.9 0.069

1,1,1-Trichloroethane 15538 2.2 52 4.19 <0.001
ECBC NA NA NA NA
FAL 21250 11 4.33 NA
IIVS 9827 2 3.99 NA

Triethylenemelamine 0.568 16.9 135 -0.25 <0.001
ECBC 0.086 11 -1.07 <0.001
FAL 1.45 18 0.16 <0.001
IIVS 0.169 29 -0.77 0.002

Triphenyltin hydroxide 0.022 1.7 29 -1.66 0.688
ECBC 0.026 17 -1.59 NA
FAL 0.026 81 -1.59 NA
IIVS 0.015 55 -1.83 NA

Valproic acid 1177 3.3 76 3.07 < 0.001
ECBC 547 12 2.74 NA
FAL 1807 10 3.26 NA
IIVS NA NA NA NA

Verapamil HCl 35.2 1.2 10 1.55 0.23
ECBC 32 18 1.51 NA
FAL 34.6 5 1.54 NA
IIVS 38.9 11 1.59 NA

Xylene NA NA NA NA NA NA
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Reference 
Substance/Laboratory

Arithmetic 
Mean         

IC50    

(µg/mL)1

Arithmetic 
IntraLab 

%CV

Arithmetic 
InterLab 

%CV

Log 
Arithmetic 

Mean         

IC50    

(µg/mL)1

ANOVA        

P2

3T3 NRU Test Method

Maximum:  
Minimum   

Mean IC50 
Ratio

Contrast       

P3

ECBC NA NA NA NA
FAL NA NA NA NA
IIVS 724 12 2.86 NA
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526 1.3 13 2.72 0.181
558 15 2.75 NA
447 19 2.65 NA
571 14 2.76 NA

10104 1.2 8 4 0.9641
10868 72 4.04 NA
10153 19 4.01 NA
9290 4 3.97 NA
613 1.4 15 2.79 0.06
631 3 2.8 NA
694 14 2.84 NA
514 15 2.71 NA
52.3 2.6 47 1.72 0.044
29.9 22 1.48 0.025
78.2 54 1.89 0.033
48.8 16 1.69 0.832
682 1.6 27 2.83 0.025
889 20 2.95 0.017
545 8 2.74 0.041
611 12 2.79 0.345
9.76 1.4 19 0.99 0.365
10.8 31 1.03 NA
7.57 72 0.88 NA

Arithmetic 
InterLab 

%CV

Log 
Arithmetic 

Mean         

IC50    

(µg/mL)1

ANOVA        

P2

NHK NRU Test Method
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Contrast       

P3

Maximum:  
Minimum   

Mean IC50 
Ratio

Arithmetic 
Mean         

IC50    

(µg/mL)1

Arithmetic 
IntraLab 

%CV
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Arithmetic 
InterLab 

%CV

Log 
Arithmetic 

Mean         

IC50    

(µg/mL)1

ANOVA        

P2

NHK NRU Test Method

Contrast       

P3

Maximum:  
Minimum   

Mean IC50 
Ratio

Arithmetic 
Mean         

IC50    

(µg/mL)1

Arithmetic 
IntraLab 

%CV

10.9 10 1.04 NA
10.4 8.2 91 1.02 <0.001
7.77 33 0.89 0.694
2.55 75 0.41 <0.001
20.9 31 1.32 0.0006
91.9 1.3 13 1.96 0.9881
85.4 12 1.93 0.8903
104 85 2.02 0.9069
83.2 25 1.92 0.9832
473 1.2 8 2.67 0.9306
440 31 2.64 0.9692
517 73 2.71 0.7391
464 2 2.67 0.768
278 1.2 11 2.44 0.659
253 27 2.4 NA
268 72 2.43 NA
313 12 2.5 NA
1.98 1.2 10 0.3 0.733
2.2 37 0.34 NA
1.88 65 0.27 NA
1.86 8 0.27 NA
661 1.4 21 2.82 0.296
817 31 2.91 NA
591 32 2.77 NA
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Arithmetic 
InterLab 

%CV

Log 
Arithmetic 

Mean         

IC50    

(µg/mL)1

ANOVA        

P2

NHK NRU Test Method

Contrast       

P3

Maximum:  
Minimum   

Mean IC50 
Ratio

Arithmetic 
Mean         

IC50    

(µg/mL)1

Arithmetic 
IntraLab 

%CV

574 1 2.76 NA
128 4.0 85 2.11 0.432
66.1 13 1.82 NA
253 129 2.4 NA
63.9 8 1.81 NA
NA NA NA NA NA
NA NA NA NA
NA NA NA NA
NA NA NA NA
137 1.4 17 2.14 0.302
140 24 2.15 NA
159 32 2.2 NA
112 2 2.05 NA
366 1.3 13 2.56 0.75
318 45 2.5 NA
414 44 2.62 NA
367 22 2.56 NA
424 1.7 25 2.63 0.006
526 16 2.72 0.009
312 17 2.49 0.002
433 5 2.64 0.483

0.007 1.6 22 -2.16 0.174
0.005 46 -2.28 NA
0.008 10 -2.12 NA
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Arithmetic 
InterLab 

%CV

Log 
Arithmetic 

Mean         

IC50    

(µg/mL)1

ANOVA        

P2

NHK NRU Test Method

Contrast       

P3

Maximum:  
Minimum   

Mean IC50 
Ratio

Arithmetic 
Mean         

IC50    

(µg/mL)1

Arithmetic 
IntraLab 

%CV

0.008 21 -2.09 NA
197 1.1 4 2.29 0.374
190 10 2.28 NA
195 6 2.29 NA
207 3 2.32 NA

0.082 2.3 43 -1.09 0.302
0.053 22 -1.28 NA
0.12 78 -0.92 NA

0.071 19 -1.15 NA
32.6 2.2 41 1.51 0.408
28.3 27 1.45 NA
47.4 73 1.68 NA
22 6 1.34 NA

11.1 1.4 20 1.05 0.181
8.56 27 0.93 NA
12.4 30 1.09 NA
12.2 3 1.09 NA
145 2.6 44 2.16 0.049
174 8 2.24 0.196
71.5 94 1.85 0.018
189 18 2.28 0.127

0.00314 107.6 88 -2.5 <0.001
0.00538 13 -2.27 <0.001
0.00005 36 -4.29 <0.001
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Arithmetic 
InterLab 

%CV

Log 
Arithmetic 

Mean         

IC50    

(µg/mL)1

ANOVA        

P2

NHK NRU Test Method

Contrast       

P3

Maximum:  
Minimum   

Mean IC50 
Ratio

Arithmetic 
Mean         

IC50    

(µg/mL)1

Arithmetic 
IntraLab 

%CV

0.00398 7 -2.4 <0.001
7856 1.5 19 3.9 <0.001
9353 2 3.97 <0.001
7817 1 3.89 0.508
6397 3 3.81 <0.001

4.73 1.9 37 0.67 0.217
3.59 23 0.56 NA
6.77 55 0.83 NA
3.84 8 0.58 NA
378 5.8 99 2.58 <0.001
140 19 2.15 0.002
808 26 2.91 <0.001
186 32 2.27 0.018
2.35 2.4 43 0.37 0.029
3.44 17 0.54 0.02
1.42 50 0.15 0.018
2.19 20 0.34 0.927
90.6 1.5 24 1.96 0.119
115 9 2.06 NA
81.7 35 1.91 NA
75 16 1.88 NA

10184 1.4 18 4.01 0.035
8290 5 3.92 0.019
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Arithmetic 
InterLab 

%CV

Log 
Arithmetic 

Mean         

IC50    

(µg/mL)1

ANOVA        

P2

NHK NRU Test Method

Contrast       

P3

Maximum:  
Minimum   

Mean IC50 
Ratio

Arithmetic 
Mean         

IC50    

(µg/mL)1

Arithmetic 
IntraLab 

%CV

12013 19 4.08 0.029
10250 9 4.01 0.752
42600 1.3 15 4.63 0.063
38000 12 4.58 NA
49800 9 4.7 NA
40000 13 4.6 NA

2.6 2.0 39 0.41 0.031
3.73 27 0.57 0.013
2.23 28 0.35 0.375
1.82 17 0.26 0.044
2866 1.0 2 3.46 0.862
2850 14 3.45 NA
2940 9 3.47 NA
2807 4 3.45 NA
177 1.1 5 2.25 0.968
187 34 2.27 NA
170 14 2.23 NA
176 16 2.24 NA

27108 1.9 31 4.43 0.2
34267 45 4.53 NA
18023 46 4.26 NA
29033 16 4.46 NA
3.57 1.1 7 0.55 0.935
3.69 27 0.57 NA
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Table 7-3A  Reproducibility Results for the 3T3 and NHK NRU Test Methods

Arithmetic 
InterLab 

%CV

Log 
Arithmetic 

Mean         

IC50    

(µg/mL)1

ANOVA        

P2

NHK NRU Test Method

Contrast       

P3

Maximum:  
Minimum   

Mean IC50 
Ratio

Arithmetic 
Mean         

IC50    

(µg/mL)1

Arithmetic 
IntraLab 

%CV

3.72 49 0.57 NA
3.29 35 0.52 NA

0.031 2.2 41 -1.5 0.097
0.027 16 -1.57 NA
0.046 44 -1.34 NA
0.021 11 -1.67 NA
1308 1.0 1 3.12 0.904
1290 4 3.11 NA
1320 5 3.12 NA
1313 11 3.12 NA
19.3 1.5 20 1.29 0.203
19.1 17 1.28 NA
23.2 31 1.37 NA
15.6 15 1.19 NA
477 1.3 13 2.68 0.295
411 29 2.61 NA
486 20 2.69 NA
535 6 2.73 NA
516 4.7 61 2.71 0.027
761 15 2.88 0.0758
163 116 2.21 0.0098
624 14 2.8 0.1648
5.87 1.3 15 0.77 0.12
6.87 15 0.84 NA

Page 20 of 26



Table 7-3A  Reproducibility Results for the 3T3 and NHK NRU Test Methods

Arithmetic 
InterLab 

%CV

Log 
Arithmetic 

Mean         

IC50    

(µg/mL)1

ANOVA        

P2

NHK NRU Test Method

Contrast       

P3

Maximum:  
Minimum   

Mean IC50 
Ratio

Arithmetic 
Mean         

IC50    

(µg/mL)1

Arithmetic 
IntraLab 

%CV

5.4 19 0.73 NA
5.35 2 0.73 NA
1616 1.9 42 3.21 0.007
NA NA NA NA

1133 19 3.05 NA
2100 11 3.32 NA
113 1.4 17 2.05 0.7
94.3 26 1.97 NA
134 59 2.13 NA
112 25 2.05 NA
66.1 2.0 40 1.82 0.047
48.3 13 1.68 0.089
96.6 39 1.98 0.018
53.4 10 1.73 0.279
31.4 1.2 8 1.5 0.845
34 30 1.53 NA

31.2 38 1.49 NA
29 29 1.46 NA

478 1.9 39 2.68 0.027
693 26 2.84 0.01
360 27 2.56 0.072
381 18 2.58 0.173
77.7 1.6 22 1.89 0.094
59.1 36 1.77 NA
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Table 7-3A  Reproducibility Results for the 3T3 and NHK NRU Test Methods

Arithmetic 
InterLab 

%CV

Log 
Arithmetic 

Mean         

IC50    

(µg/mL)1

ANOVA        

P2

NHK NRU Test Method

Contrast       

P3

Maximum:  
Minimum   

Mean IC50 
Ratio

Arithmetic 
Mean         

IC50    

(µg/mL)1

Arithmetic 
IntraLab 

%CV

93.2 6 1.97 NA
80.8 6 1.91 NA
346 1.5 19 2.54 0.133
363 16 2.56 NA
401 21 2.6 NA
272 26 2.44 NA
172 1.5 22 2.24 0.623
164 3 2.21 NA
213 112 2.33 NA
139 6 2.14 NA
2279 1.3 13 3.36 0.396
2560 17 3.41 NA
2287 28 3.36 NA
1990 8 3.3 NA
45.1 5.3 86 1.65 0.34
29.3 24 1.47 NA
89 112 1.95 NA

16.9 13 1.23 NA
1764 1.4 16 3.25 0.053
1480 14 3.17 NA
1787 12 3.25 NA
2027 11 3.31 NA
5541 1.7 26 3.74 0.033
5263 11 3.72 0.797
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Table 7-3A  Reproducibility Results for the 3T3 and NHK NRU Test Methods

Arithmetic 
InterLab 

%CV

Log 
Arithmetic 

Mean         

IC50    

(µg/mL)1

ANOVA        

P2

NHK NRU Test Method

Contrast       

P3

Maximum:  
Minimum   

Mean IC50 
Ratio

Arithmetic 
Mean         

IC50    

(µg/mL)1

Arithmetic 
IntraLab 

%CV

4273 27 3.63 0.026
7087 7 3.85 0.018
36.9 1.5 21 1.57 0.003

38.27 12 1.58 0.325
43.8 6 1.64 0.006
28.6 11 1.46 0.001
16.8 1.3 16 1.23 0.066
18.1 13 1.26 NA
18.6 15 1.27 NA
13.8 9 1.14 NA

0.532 2.4 44 -0.27 0.061
0.79 32 -0.1 NA

0.336 56 -0.47 NA
0.47 14 -0.33 NA
2724 3.2 51 3.44 0.045
3583 7 3.55 0.141
1118 124 3.05 0.017
3470 9 3.54 0.161

0.737 1.5 19 -0.13 0.258
0.784 14 -0.11 NA
0.851 36 -0.07 NA
0.576 17 -0.24 NA
47.4 1.4 15 1.68 0.313
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Table 7-3A  Reproducibility Results for the 3T3 and NHK NRU Test Methods

Arithmetic 
InterLab 

%CV

Log 
Arithmetic 

Mean         

IC50    

(µg/mL)1

ANOVA        

P2

NHK NRU Test Method

Contrast       

P3

Maximum:  
Minimum   

Mean IC50 
Ratio

Arithmetic 
Mean         

IC50    

(µg/mL)1

Arithmetic 
IntraLab 

%CV

48.7 14 1.69 NA
39.7 24 1.6 NA
53.7 13 1.73 NA
1580 1.5 20 3.2 0.313
1863 31 3.27 NA
1243 46 3.09 NA
1633 11 3.21 NA
355 1.0 1 2.55 0.926
355 15 2.55 NA
350 42 2.54 NA
360 26 2.56 NA
11.2 2.2 40 1.05 0.134
7.47 12 0.87 NA
16.1 59 1.21 NA
10 13 1 NA

69.3 1.9 39 1.84 0.364
100 76 2 NA
52.5 53 1.72 NA
55.1 6 1.74 NA
0.16 1.6 23 -0.8 0.405

0.198 51 -0.7 NA
0.153 20 -0.82 NA
0.127 16 -0.9 NA
427 1.6 24 2.63 0.134
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Table 7-3A  Reproducibility Results for the 3T3 and NHK NRU Test Methods

Arithmetic 
InterLab 

%CV

Log 
Arithmetic 

Mean         

IC50    

(µg/mL)1

ANOVA        

P2

NHK NRU Test Method

Contrast       

P3

Maximum:  
Minimum   

Mean IC50 
Ratio

Arithmetic 
Mean         

IC50    

(µg/mL)1

Arithmetic 
IntraLab 

%CV

348 18 2.54 NA
541 28 2.73 NA
394 13 2.6 NA
NA NA NA NA NA

8137 7 3.91 NA
NA NA NA NA
NA NA NA NA
1.95 1.3 12 0.29 0.562
1.69 57 0.23 NA
2.03 23 0.31 NA
2.13 23 0.33 NA

0.013 3.0 55 -1.89 0.088
0.021 32 -1.68 NA
0.007 106 -2.15 NA
0.011 32 -1.96 NA
533 1.6 28 2.73 0.081
468 25 2.67 0.331
702 23 2.85 0.032
430 17 2.63 0.135
68.7 1.3 14 1.84 0.624
60.5 22 1.78 NA
79.4 42 1.9 NA
66.2 8 1.82 NA
NA NA NA NA NA
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Table 7-3A  Reproducibility Results for the 3T3 and NHK NRU Test Methods

Arithmetic 
InterLab 

%CV

Log 
Arithmetic 

Mean         

IC50    

(µg/mL)1

ANOVA        

P2

NHK NRU Test Method

Contrast       

P3

Maximum:  
Minimum   

Mean IC50 
Ratio

Arithmetic 
Mean         

IC50    

(µg/mL)1

Arithmetic 
IntraLab 

%CV

NA NA NA NA
NA NA NA NA
486 38 2.69 NA
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